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Detection of Thyroxine in Dietary Supplements Using an
Enzyme-Linked Immunosorbent Assay
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3,5-diiodo-L-tyrosine, C15H11I4NO4, mol.wt. 776.87]
is one of the thyroid hormones prescribed for the
symptoms of hypothyroidism. It is also possible that
mild thyroid hormones excess over many years may
increase the risk for a serious heart rhythm problem
and fractures caused by excessive calcium loss from
bones. In general, LC/MS is used for the assay of
T4 in supplements with enzymatic hydrolysis and
extraction procedure.5) This assay method is time-
consuming and requires proficient techniques.

Enzyme-linked immunosorbent assay (ELISA)
has become an increasingly important alternative de-
tection method for the determination of pesticides,6)

toxins7) and forensic drugs8) as a screening tool.
ELISA for the detection of T4 in serum have been
developed as a specific and rapid method, and a com-
mercial test kit based on ELISA for clinical diagno-
sis of various thyroid disorders is available on the
market. The present study examined an ELISA pro-
cedure for the detection of T4 in supplements made
from Chinese herbal preparations advertised as
weight reducers.

MATERIALS AND METHODS

Materials —–—  Five samples were offered by con-
sumers with thyroid gland disease and liver trouble.
Eight samples were collected from Aichi prefecture
(Japan) by drug inspectors in 2002. All samples were
claimed to be extracts of animal organs and tradi-
tional Chinese herbs, for use as weight reducers.
Reagents and Instrumentation —–—  Dried thy-
roid of Japanese Pharmacopoeia quality was pur-
chased from Teikoku Hormone Mfg. (Tokyo, Japan)
and 0.01 mol/l phosphate buffered saline (PBS, for
tissue washing) and protease (for biochemistry) were
purchased from Wako Pure Chemical Industries
(Osaka, Japan). Reducing buffer solution was pre-
pared as a solution in 0.11 mol/l sodium chloride

Thyroxine (T4), one of the thyroid hormones, in
adulterated dietary supplements was analyzed using
two different methods; enzyme-linked immunosorbent
assay (ELISA) and LC/MS. To release T4 from thyro-
globulin, samples were first hydrolyzed with pro-
teolytic enzyme, and then the supernatant was diluted
and directly analyzed using a commercial free T4
ELISA kit for diagnostic discrimination. In contrast,
T4 was extracted with ethyl acetate from the superna-
tant, and then ethyl acetate layer was evaporated. The
residue was dissolved in the mobile phase and analyzed
by LC/MS with electrospray ionization (ESI) interface
under positive ion mode. These methods were applied
to the analyses of 13 dietary supplements advertised
as weight reducers. T4 was detected in four of the
samples and the analytical results by ELISA agreed
well with those obtained by LC/MS. The ELISA tech-
nology described here is available for the screening of
T4 in adulterated supplements.
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INTRODUCTION

The presence of therapeutic medicinal ingredi-
ents often added to dietary supplements as part of
the intended use has been reported.1–3) Serious ad-
verse health consequences due to uncontrolled use
of drug-based dietary supplements have become a
problem in Japan. For periodic inspection, the es-
tablishment of a more effective procedure for screen-
ing medicinal ingredients in supplements is re-
quired.4)

Thyroxine [T4, O-(4-hydroxy-3,5-diiodophenyl)-
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that was 0.04 mol/l tris(hydroxymethyl)amino-
methane and 0.05 mol/l methimazole, adjusted with
6 mol/l hydrochloric acid to pH 8.4. Proteolytic en-
zyme was prepared as a solution containing 40 mg
of protease in 5 ml of reducing buffer solution. En-
zyme deactivating solution was prepared as a 1 in
100 mixture of phosphoric acid in acetonitrile. Ac-
etate buffer solution was prepared as a solution in
0.2 mol/l sodium acetate that was adjusted with
0.2 mol/l acetic acid solution to pH 5.0.

Absorbances in microplate at 450 nm were read
using a Sceti handy photometer model-6 (Tokyo,
Japan). LC/MS with electrospray ionization (ESI)
interface analyses were carried out using a
Micromass Quattro II mass spectrometer (Manches-
ter, U.K.) on the effluent from an Agilent HP1100
LC system (Palo Alto, CA, U.S.A.).
ELISA Analysis —–—  A commercial free T4 kit
(DRG International, Inc., NJ, U.S.A.) was employed
for the ELISA analyses performed in this study. The
free T4 kit is a 96-well microtiter plate design and
immunochemical analysis was conducted according
to instructions included with the kit using the pro-
vided reagents. These reagents included eight strips
(12-wells each) containing monoclonal T4 antibod-
ies immobilized on the walls of the test wells, T4
horseradish peroxidase-labeled enzyme conjugate,
tetramethylbenzidine substrate, stopping solution,
and washing solution. PBS was used as the negative
control. The microtiter plate kit procedure was ac-
cording to the manufacturer’s instructions (Fig. 1).

Weighed 200 mg powdered capsule type and
tablet type samples, or weighed 500 mg powdered
tea bag type samples were used in assay preparation
procedure (Fig. 2). For ELISA, the supernatant was
diluted one hundredfold with PBS. The screening
spiking level of absorbance in this study was below
the level of the standard solution obtained using
2.5 mg of dried thyroid with the same assay prepa-
ration procedure.
LC/MS Analysis —–—  An aliquot after proteolysis
and the extraction procedure (Fig. 2) was used for
confirmation by LC/MS. Mass spectra of T4 were
investigated with ESI under positive ion mode. The
operating parameters were as follows: electrospray
voltage, 3 kV; cone voltage, 30 V; ion source
temperature, 100°C; desolvation chamber tempera-
ture, 250°C. LC operating conditions for the MS
system were carried out on a column of TSK gel
ODS 80TM (5 µm, 4.6 × 150 mm, Tosoh Co., Tokyo,
Japan) with water/acetonitrile/trifluoroacetic acid
(600 : 400 : 4.5, v/v) as the mobile phase, at a flow

rate of 1.0 ml/min.

RESULTS AND DISCUSSION

Screening of T4 by ELISA
The synthesis of the important thyroid hormones,

3,5,3′-triiodothyronine [T3, O-(4-hydroxy-3-iodo-
phenyl)-3,5-diiodo-L-tyrosine] and T4, take places
in the thyroid gland. A great part of them is bounded
with thyroglobulin, which is a macro-molecule syn-
thesized exclusively in thyroid cells. The T4 con-
centration is higher than T3 in thyroid powder.9) The
supply of T3 or T4 into cells is governed by their
unbound (free) concentrations in serum rather than

Fig. 1. Assay Procedure for Free Thyroxine by ELISA

Fig. 2. Assay Preparation Procedure for ELISA and LC/MS
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the protein-bound fractions. For the diagnosis of thy-
roid disease, the free hormone is generally accepted
as an appropriate measure. In euthyroid subject,
0.01–0.02% of the total serum T4 is present as free
T4.10) A commercially available free T4 test kit for
diagnostic discrimination has been applied to detect
free T4 in dietary supplements. ELISA technology
is often of slightly lower precision and accuracy
caused by interaction with molecules with structures
related to the target substance. Samples were hydro-
lyzed with proteolytic enzyme (Fig. 2) to yield a high
free T4 concentration, thereby relatively reducing
the endogeneous interfering component concentra-
tion. The supernatant was carefully decanted and
diluted followed directly by an ELISA assay accord-
ing to the manufacturer’s instructions. The cut-off
level of absorbance in this study was below the level
(1.1 AU) of standard solution obtained using 2.5 mg
of dried thyroid with the same assay preparation pro-
cedure (Fig. 3).

Identification of T4 with ESI-LC/MS
LC/MS using the ESI interface with the positive

ion mode was used to confirm screening results ob-
tained by ELISA. The LC mobile phase was acidi-
fied with TFA to improve the sensitivity. The reten-
tion times of T4 in this LC/MS analysis were
11.9 min, and the peak detected in supplements was
identified. A peak in the dried thyroid powder stan-
dard, a protonated molecule for T4 was at m/z 777.6
and fragment ion at m/z 731.6. A peak in the supple-
ment, a protonated molecule at m/z 777.5 and frag-
ment ion at m/z 731.5 were also observed. Fig. 4
shows the mass spectra generated at positive ion
mode. As a result, a peak in the supplement was iden-

Fig. 3. Typical ELISA for Free Thyroxine in Dietary
Supplements

Fig. 4. Mass Spectra of Thyroxine by LC/MS at Positive Ion
Mode

A: dried thyroid, B: dietary supplement containing thyroid hormone.

tified as T4 on mass and LC/MS spectra. The instru-
mental detection limits based on a signal-to-noise
ratio of about 10 for standard solution of T4 was
0.5 µg/ml. Thus, it is therefore suitable to analyze
T4 in adulterated dietary supplements using a single
oral dose of marketed thyroid powder.

Sample Analysis
These methods were applied to the analyses of

13 dietary supplements advertised as weight reduc-
ers. The ELISA analysis revealed the presence of
T4 in four samples, which were detected by LC/MS
(Table 1). ELISA technology has advantages in rapid
round times, ease for sample pretreatment and mini-
mal need for specialized equipment. Although posi-
tive bias can be beneficial to a screening method as
it reduces the possibility of generating false nega-
tives, further studies are required to identify the fac-
tors responsible for its observed bias by free T4
ELISA with easier extraction.

This immunological test is the first reported case
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of the detection of T4 as adulterants in dietary supple-
ments. The ELISA presented here permits specific
detection of free T4 in supplements using standard
laboratory equipment and can be used for rapid de-
tection. The procedure is considered to be available
for the screening of T4 in adulterated supplements.

Acknowledgements This study was partly sup-
ported by a Health Sciences Research Grant from
the Ministry of Health, Labour and Welfare, Japan.

REFERENCES

1) Kojima, T., Kishi, M., Sekita, S. and Satake, M.
(2001) Origin of sennosides in health teas including
Malva Leaves. J. Food Hyg. Soc. Japan, 42, 202–

205.
2) Moriyasu, T., Shigeoka, S., Kishimoto, K., Ishikawa,

F., Nakajima, J., Kamimura, H. and Yasuda, I. (2001)
Identification system for sildenafil in health foods.
Yakugaku Zasshi, 121, 765–769.

3) Mikami, E., Ohno, T., Matsumoto, H. and Sekita, S.
(2002) Analysis of phentolamine in adulterated soft
drinks advertised as roborant nutrition. Iyakuhin
Kenkyu, 33, 477–482.

4) Goto, T., Mikami, E., Ohno, T. and Matsumoto, H.
(2002) Simultaneous analysis of four diuretic drugs
by HPLC and its application to health food
supplements advertising weight reduction. J. Food
Hyg. Soc. Japan, 43, 95–98.

5) Kosaka, T. and Hamada, H. (2002) Analysis of
thyroid hormones in health foods by LC/MS. J. Food
Hyg. Soc. Japan, 43, 202–205.

6) Maestroni, B. M., Skerritt, J. H., Ferris, I. G. and
Ambrus, A. (2001) Analysis of DDT residues in soil
by ELISA. J. AOAC Int., 84, 134–142.

7) Garthwaite, I., Ross, K. M., Miles, C. O., Briggs, L.
R., Towers, N. R., Borrell, T. and Busby, P. (2001)
Integrated enzyme-linked immunosorbent assay
screening system for amnesic, neurotoxic, diarrhetic,
and paralytic shellfish poisoning toxins found in
New Zealand. J. AOAC Int., 84, 1643–1648.

8) Kerrigan, S. and Phillips, W. H. (2001) Comparison
of ELISAs for opiates, methylamphetamine, cocaine
metabolite, benzodiazepines, phencyclidine and
cannabinoids in whole blood and urine. Clin. Chem.,
47, 540–547.

9) US Pharmacopeia 24, United States Pharmacopeial
Convention Inc., Rockville, MD, U.S.A., p. 1656
(1999).

10) Midgley, J. E. M. (2001) Direct and indirect free
thyroxine assay methods: theory and practice. Clin.
Chem., 47, 1353–1363.

Table 1. Analytical Results for Thyroxine in Commercial Di-
etary Supplements

Dietary supplement ELISA LC/MS

A. Capsule type + +

B. Capsule type + +

C. Capsule type + +

D. Capsule type + +

E. Capsule type — nd

F. Capsule type — nd

G. Tablet type — nd

H. Tablet type — nd

I. Tablet type — nd

J. Tablet type — nd

K. Tablet type — nd

L. Tea bag type — nd

M. Tea bag type — nd

+: positive, —: negative, nd: not detected.


